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Sphygmomanometer
217309

Will someday a recalibration of the manometer be necessary?
We give two years of warranty on the accuracy of the 
calibration. According to Medical Devices Act 
sphygmomanometers must be reviewed every two years on 
accuracy (Metrological inspection). If the unit continues to be 
within ± 3 mm, no recalibration is required. In our experience, 
this is not a problem with careful handling of the devices. 
Risk is greatest for accident damage, which can damage the 
measuring system inside. We offer both the Metrological 
inspection and the re-calibration.

Wird irgendwann eine Neukalibrierung des Manometers nötig 
sein?

Auf die Genauigkeit der Kalibrierung geben wir 2 Jahre 
Garantie. Laut MPG müssen Blutdruckmessgeräte alle 2 Jahre 
auf Genauigkeit überprüft werden (Messtechnische Kontrolle, 
MTK). Sollte sich das Gerät weiterhin innerhalb ± 3 mm 
befinden, ist keine Neu-Kalibrierung erforderlich. Unserer 
Erfahrung nach ist dies bei pfleglicher Behandlung der 
Geräte kein Problem. Gefahr besteht vor allem bei Sturz-
schäden, welche das Messwerk im Inneren beschädigen 
können. Wir bieten sowohl die MTK als auch die Neu- 
Kalibrierung werksseitig an.


